¢ HHERITAGE

W THERMAL SERVICES
. CERTIFICATE OF ANALYSIS

Service Locatlon Received

Lab ID

HERITAGE-WTI 13-JUL-13 Wwag1112
1250 ST. GEORGE ST. ERe——
EAST LIVERPOOL, OH 43920 Complated LTy
(330)385-7813 13-JUL-13 DO NOT BILL
Printed Sampled
25-JUL-13 13-JUL-13 00:30
Report To )
DON VENTURINI
| HERITAGE-WTI, INC
| 1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400 o L
Sample Dascription
CLIENTID: ICPICV I
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICPICV |
_SPECIFICATION: . — § S .
ICP SCAN SW846-6010B
Analyst: D. KALE Analysis Dats: 13-JUL-13 10:26  Instrument: ICP Test: M100.3.0
Parameter Result I Det. Limit Units
BARIUM 10.3 50 ppm
BERYLLIUM a7 5 ppm
CADMIUM 51 1 ppm
COPPER 10.1 1 ppm
| IRON 10.3 1 ppm
LEAD 10.2 5 ppm
NICKEL 10.1 50 ppm
SILVER 0.9 5 ppm
THALLIUM 9.9 50 ppm
ZINC 9.8 50 ppm
MANGANESE |97 ppm
MERCURY CVAA SWB46-7470A
Analyst: 0. KALE Analysis Date: 13-JUL-13 10:26  Instrument: CVAA Test: M120.1.0
Parameter Result Det. Limit Units
MERCURY 21.78 0.00020 ppm

Sampla Comments

Approved by:
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¢ HHERITAGE

. THERMAL SERVICES

Service Location

HERITAGE-WTI

1250 ST. GEORGE ST.

EAST LIVERPOOL, OH 43920
(330)385-7813

CERTIFICATE OF ANALYSIS =~~~
Recelved Lab 1D
13-JUL-13 Ww3g1144
Completed PO Number
| 13-JUL-13 DO NOT BILL
Printed Sampled
25-JUI-13

13-JUL-1321:56

Report To

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400

CLIENTID: ICPCCV |

Sample Deserlption

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WT| LAB SAMPLES - PLANT SAMFLES

' DATA PACKAGE #: N/A
| SAMPLE TYPE: ICP CCV |

SPECIFICATION: .
ICP SCAN SW846-8010B
Analyst: B. KALE Analysis Date: 13-JUL-1321:56  Instrumaent: ICP Test: M100.3.0
Param-et;r - 1 Result Det. Limit Units
BARIUM 10.2 50 | ppm
BERYLLIUM 36 5| ppm
CADMIUM 5.0 1 | ppm
COPPER 9.9 1| ppm
IRON 10.4 1| ppm
LEAD 10.1 5| ppm
NICKEL 10.0 50 | ppm
SILVER 0.9 5 | ppm
THALLIUM 9.8 50 | ppm
ZINC 9.6 50 | ppm
MANGANESE 9.5 ppm
MERCURY CVAA SW846-7470A
Analyst: D. KALE Analysis Date: 13-JUL-13 21:56  Instrumant: CVAA Test: M120.1.0
Parameter Resuit Det. Limit | Units
MERCURY - _19_.4?_ - ~ 0.00020 | ppm

Approved by:

Page 1 of 1



¢ HHERITAGE

. THERMAL SERVICES

Service Location

HERITAGE-WTI

1250 ST. GEORGE ST.

EAST LIVERPOOL, OH 43820
(330)385-7813

Received

Lab 1D

i— 13-4UL13 | W381146
Completed I PO Number
13-JUL-13 DO NOT BILL
Printed 1 Sampled
25-JUL-13 13-JUL-13 22:24

Raport Ta

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400

CLIENT ID: ICP CCV |

DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV |

Sample Description

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES

Approved by:

Page 1 of 1

SPECIFICATION: .

ICP SCAN SWg846-60108B

Analyst: D. KALE Analysis Date: 13-JUL-13 22:24  Instrument: ICP Test: M100.3.0
P:;a_r;e-l';r Result Dat. Limit Units

BARIUM 10.1 50 | ppm

| BERYLLIUM 3.6 5| ppm

| CADMIUM 5.0 1| ppm !
COPPER 9.8 1| ppm |
IRON 10.0 1| ppm |
LEAD 10.0 5 | ppm

NICKEL 9.9 50 | ppm

SILVER 0.9 5 | ppm
THALLIUM 9.6 50 | ppm

| ZING 96 50 | ppm

| MANGANESE 9.4 ppm

| MERGCURY CVAA SW846-7470A

Analyst: D, KALE Analysis Date: 13-JUL-13 22:24  Instrumant: CVAA Test: M120.1.0

. Parameter - . Result Det. Limit IUnits

\ﬁ'ﬁ*&#’ﬁ!_._ _________ | e T 0.00020 | ppm

i._ S - Sample Comments |



¢ YHERITAGE

THERMAL SERVICES
o CERTIFICATE OF ANALYSIS

Service Locatlon Received Lab ID
HERITAGE-WTI 14-JUL-13 w3as1181
1250 ST. GEORGE ST.
EAST LIVERPQOL, OH 43920 Completed | PO Number
(330)385-7813 14-JUL-13 DO NOT BILL

Printed Sampled
25-JUL-13 14-JUL-13 95:00
Report To

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400

Sample Description
CLIENT ID: ICPICV I
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #. N/A
SAMPLE TYPE: ICP ICV I

SPECIFICATION: .
ICP SCAN 5W846-60108 i
Analyst: D. KALE Analysls Date 14-JUL 13 14:47 Instrument ICP Test: M100. 3 0 :
Parameter o Rlsuﬂ T Det LImIl. o "_L.l.nlts o
BARIUM 101 50 ppm
BERYLLIUM 3.7 5 ppm
CADMIUM 5.0 1 ppm
| COPPER 9.9 1 ppm
' IRON 10.1 1 ppm
LEAD 10.0 5 ppm
NICKEL 9.9 50 ppm
SILVER 0.9 5 ppm
THALLIUM 9.5 50 ppm
ZINC 9.6 50 ppm
 MANGANESE 97 ppm
| MERCURY CVAA SWMG-'MTDA
L Tﬁl!st D. KALE A= s Analysis Date: 14-JUL-1314:46  Instrument: CVAA 7 Test: M120.1.0
Paramater Result Det. Limit Units
MERCURY 20.89 1 0.00020 | ppm
' - Sample Comments J
Approved by: -

Page 1t oaof 1



¢ HHERITAGE

. THERMAL SERVICES

CERTIFICATE OF ANALYSIS
Sarvice Locatlon Received Lab D
HERITAGE-WTI 14-JUL-13 wW381196
1250 ST. GEORGE ST
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 14-JUL-13 DO NOT BILL
Printed Sampled i
25-JUL-13 14-JUL-13 15:30
Raport To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GECRGE STREET
| EAST LIVERPOOL, OH 43920-3400
Sample Description
CLIENT ID: ICP CCV |
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV |
SPECIFICATION: .
ICP SCAN SW846-6010B
Analyst: D. KALE Analysis Date; 14-JUL-13 15:31  Instrument: ICP Test: M100.3.0
Paramater . Result Det. Limit Units
BARIUM 10.0 50 | ppm
BERYLLIUM |36 5| ppm
CADMIUM 1 5.0 1 | ppm
COPPER 98 1| ppm
{RON 9.9 1| ppm
LEAD 9.9 5| ppm
NICKEL 9.8 50 ppm
SILVER 0.9 5§ppm
THALLIUM 9.3 50 ppm
ZINC 9.5 50 ppm
_MANGANESE i o | pom
" MERCURY CVAA SWB846.7470A
Analyst: D. KALE Analysis Date: 14-JUL-13 20268  Instrument: CVAA Test: M120.1.0
Parameler Result Det. Limit | Units
MERCURY 18.76 ODOOZO:ppm
i - Samgple Comments ]
Approved by: R

Page
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¢ HDHERITAGE

W/ THERMAL SERVICES
_CERTIFICATE OF ANALYSIS — e .

Service Locatien Received Lab ID

HERITAGE-WTI 15-JUL-13 w381238
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 156-JUL-13 DO NOT BILL
Printed Sampled
- 25-JUL-13 15-JUL-13 00:30
Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400
Sample Description i
CLIENT ID. ICP ICV I 1
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE. ICPICV I
SPECIFICATION: .
ICP SC;N SW846-6010B ]
Analyst: J. WYLIE Analysis Date: 15-JUL-13 07:43  Instrument: ICP Test: M100.3.0
Parameter Result | Det. Limit Units
BARIUM 10.4 I 50 | ppm
BERYLLIUM a8 | 5 | ppm
CADMIUM 5.2 1| ppm
i COPPER 10.2 l 1| ppm
| IRON 10.4 l 1| ppm
LEAD 10.3 5| ppm
NICKEL 10.3 50 | ppm .
SILVER 1.0 5 | ppm '
THALLIUM 0.8 50 | ppm
ZINC 9.9 50 | ppm
' MANGANESE 10.1 o ppm
1 MERCURY CVAA SWB46-T4T0A !
| Analyst: J. WYLIE Analysis Dats: 15-JUL-13 07:43  Instrument: CVAA Test: M120.1.0 i
Parameter Result Det. Limit T Units
 MERCURY 18.99 | 0.00020 | mgil.

1 S Sample Comments

Approved by:

Page 1 of 1



¢ HHERITAGE

W THERMAL SERVICES
CERTIFICATE OF ANALYSIS

Sarvice Location Recelved Lab ID

HERITAGE-WTI 16-JUL-13 W381287

1250 ST. GEORGE ST.

EAST LIVERPOOL, OH 43920 Completed PO Number

(330)385-7813 16-JUL-13 DO NOT BILL

Printed Sampled
- 25-JUL-13 16-JUL-13 00:06
Report To -

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400

Sample Description
CLIENT ID: ICP CCV |

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT

| SUBMITTER: 9699 - HERITAGE-WTI |LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A

SAMPLE TYPE: ICP CCV |

SPECIFICATION: .
ICP SCAN SWB46-6010B
Analyst: D. KALE Analysis Date: 16-JUL-13 07:04  Instrument: ICP Test: M100.3.0
Parameter I Result Det. Limit Units
BARIUM 10.3 | 50  ppm
BERYLLIUM az 5 ppm
. CADMIUM 5.2 1 ppm
| COPPER 10.1 1 ppm
IRON 10.3 1 ppm
LEAD 10.3 5 ppm
NICKEL 10.2 S0 | ppm
SILVER 1.0 5| ppm
THALLIUM 9.9 50 | ppm
ZINC 9.9 50 | ppm
MANGANESE 10.2 ppm
MERCURY CVAA SW846.74T0A _
Analyst: D. KALE Analysis Date: 16-JUL-13 07:04  instrument: CVAA Test: M120.1.0 !
i Parameter Result - bat. Limit Units
MERCURY o 18.30 T 0.00020 | ppm il

____Sample Comments

Approved by: '

Page 1 of 1



¢ HHERITAGE

. THERMAL SERVICES

| Service Locatlon

| HERITAGE-WTI
| 1250 ST. GEORGE ST.
| EAST LIVERPOOL, OH 43920

| (330)385-7813

CERTIFICATE OF ANALYSIS
Recelved Lab D
16-dUL-13 w381289
Complated PO Number
16-JUL-13 DO NOT BILL
| Printad i Sampled
j 25-JUL-13 16-JUL-13 00:06

Report To

DON VENTURINI
HERITAGE-WTI, INC

1250 ST GEORGE STREET

'EAST LIVERPOOL, OH 43920-3400

CLIENT ID: ICP CCV |

DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV |

Sample Description

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES

SPECIFICATION: .
ICP SCAN SW846-6010B :
Analyst: D. KALE Analysis Data: 16-JUL-13 07:25  Instrument: ICP Test: M100.3.0 |
== L L Rasun s ) Datum“ u,ms
BARIUM 104 50 | ppm
BERYLLIUM 3.8 5 | ppm |
CADMIUM 5.1 1| ppm
COPPER 10.1 1| ppm
IRON 10.3 1 | ppm
LEAD 10.3 5| ppm
NICKEL 10.2 50 | ppm

| SILVER 1.0 5 ppm

| THALLIUM 9.9 i 50 | ppm
ZINC 9.9 i 50 | ppm

| MANGANESE 10.1 | ppm
MERCURY CVAA SW846-7470A
Analyst: D. KALE Analysis Date: 16-JUL-13 07:25  [nstrument: CVAA Test: M120.1.0

I Paramaler_“_ - Result | Det. Limit Units
MERCURY 18.44 3 0.00020 | ppm

_——--- B Sample Comments i
Approved by: o -

Page t of 1



¢ HHERITAGE

W THERMAL SERVICES

CERTIFICATE OF ANALYSIS

Service Location Received Lab D
HERITAGE-WTI 16-JUL-13 I W381324
1250 8T, GEORGE ST, i —
EAST LIVERPOOL, OH 43920 Eoape FObIe T
(330)385-7813 16-JUL-13 DO NOT BILL
i_ Printed Sampled . ]
| 25-JUL-13 16-JUL-13 00:30
I Report To
DON VENTURINI
HERITAGE-WTI, INC
| 1250 ST GEORGE STREET
| EAST LIVERPOOL, OH 43920-3400
| Sample Description
CLIENT ID: ICP ICV I
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP ICV |
| SPECIFICATION: ,
ICP SCAN SW846-6010B
Analyst. D. KALE Analysis Date; 16-JUL-13 07:33  Instrument: ICP Test: M100.3.0
Parameter Result Det. Limit Units
BARIUM 10.4 50 | ppm
BERYLLIUM 3.8 5| ppm
CADMIUM 52 1| ppm
COPPER 10.3 1| ppm
IRON 104 1| ppm
LEAD 10.3 5 | ppm
| NICKEL 10.3 50 | ppm
SILVER 1.0 5 | ppm
THALLIUM 10.0 50 | ppm
ZINC 10.0 50 | ppm
_MANGANESE w3 o Jem

MERCURY CVAA SWB48-7470A
Analyst: D. KALE

Analysis Date: 16-JUL-13 07:33  Instrument: CVAA

Test: M120.1.0

Parameter - .Iia'sull - Det. Limit - Umts
MERCURY _ | 18.02 0.00020 | ppm
I o Sample Comments_
Approved by:

Page 1 of 1



¢ HERITAGE

THERMAL SERVICES
CERTIFICATE OF ANALYSIS

Service Location Received Lab ID

r

HERITAGE-WTI 16-JUL-13 W381335
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Complated PO Number
(330)385-7813 16-JUL-13 DO NOT BILL
----- Printed B Sampled -
25-JUL-13 16-JUL-13 15:57
Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
| EAST LIVERPOOL, OH 43920-3400 o -
L Sample Dascription
CLIENT ID: ICP CCV |

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A

| SAMPLE TYPE: ICP CCV |

| SPECIFICATION.: .
ICP SCAN SW846-6010B
Analyst: D. KALE Analysis Date: 16-JUL-13 15:58  Instrument: ICP Test: M100.3.0
Parameter Result Det. Limit [ Units
BARIUM 10.0 50 ppm
BERYLLIUM 37 5 ppm
CADMIUM 5.0 1 ppm
COPPER i 8.9 1 ppm
IRON 89 1 ppm

! LEAD 9.9 5 ppm
NICKEL 8.9 50 ppm
SILVER 0.9 5 ppm
THALLIUM 9.5 50 | ppm
ZINC 9.6 50 : ppm
MANGANESE 9.9 - | ppm Bl
MERCURY CVAA SWB846-T470A
Analyst: D. KALE Analysis Date: 16-JUL-13 15:58  Instrument: CVAA Test M120.1.0
Parameter | Result Det. Limit Units '_
MERCURY 18.98 0.00020 | ppm i

Sample Comments

Approved by:

Page 1 of 1



¢ ) HERITAGE

. THERMAL SERVICES
CERTIFICATE OF ANALYSIS

Service Location Recaived ] Lab ID

HERITAGE-WTI 16-JUL-13 | w381337
| 1250 ST. GEORGE ST. - 1
| EAST LIVERPOOL, OH 43920 Complated PO Number
(330)385-7813 16-JUL-13 DO NOT BILL
Printad | Sampled
25-JUL-13 | 16-JUL-13 16:01
Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400 o o
Sample Description
CLIENT ID: ICP CCV |

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT ,
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES ?
DATA PACKAGE #: N/A

SAMPLE TYPE: ICP CCV |

| SPECIFICATION: .

ICP SCAN SW846-6010B |

Analyst: D. KALE Analysis Date: 16-JUL-13 16:02  Instrument: ICP Test: M100.3.0 :
BARIUM 10.0 50 ppm
| BERYLLIUM 3.6 5 ppm
CADMIUM 4.9 1 ppm
COPPER 99 1| ppm
IRON 10.0 1| ppm
LEAD 9.9 ; 5 | ppm
NICKEL 9.9 50 | ppm
SILVER 0.9 5 | ppm '
| THALLIUM 9.7 50 | ppm
ZINC 8.6 50 | ppm
MANGANESE R 1 ppm
MERCURY CVAA SW846-7470A
Analyst: D. KALE Analysis Date' 16-JUL-13 16:02  Instrument: CVAA Test: M120.1.0
Parameter S "I-?”s:ll_l_ Det. Limit Units
MERCURY 21.72 0.00020 | ppm 5
- Sample Comments J

Approved by:

Page 1 of 1



¢ HHERITAGE

' THERMAL SERVICES
CERTIFICATE OF ANALYSIS

Service Location Received Lab ID

HERITAGE-WTI 17-JUL-13 w381348
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 17-JUL-13 DO NOT BILL
Printed Sampled
- 25-JUL-13 17-JUL-13 00:11
Report To " -

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400

Sample Deseription
CLIENT ID: ICP CCV I

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT

SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A

SAMPLE TYPE: ICP CCV |

SPECIFICATION: .
ICP SCAN SW846-80108B
Analyst: J. WYLIE Analysis Date: 17-JUL-13 09:04  Instrument: ICP Test: M100.3.0
Parametarmh - 1 Result Dat. Limit Units
BARIUM 10.0 50 ppm
BERYLLIUM 3.8 5 ppm
CADMIUM 50 1 ppm
| COPPER 1 10.0 1 ppm
IRON 9.9 1 ppm
LEAD 8.9 5| ppm
NICKEL 9.9 50 | ppm
SILVER 1.0 5| ppm
. THALLIUM 9.9 50 | ppm
ZINC 10.0 50 | ppm
_MANGANESE 9.9 ppm
MERCURY CVAA SW846-7470A
Analyst: J. WYLIE Analysis Date: 17-JUL-13 09:04  Instrument: CVAA Test: M120.1.0
Parameler Result i Det.Limt | Unis :
MERCURY 00 ! 0.00020 | mg/L. |

Sample Comments

Approved by:

Page 1 of 1



¢ HHERITAGE

. THERMAL SERVICES

Report To
DON VENTURINI

HERITAGE-WTI, INC
1250 ST GEORGE STREET

_EAST LIVERPOOL, OH43920-3400

CERTIFICATE OF ANALYSIS -
Service Location Recelved Lab ID
HERITAGE-WTI 17-JUL-13 W381383
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 SR AL
(330)385-7813 | 17-JUL-13 DO NOT BILL
i
Printed Sampled _
25-JUL-13 17-JUL-1300:30 |

CLIENT ID: ICP ICV |

DATA PACKAGE #: N/A
SAMPLE TYPE: ICP ICV I
| SPECIFICATION: ,

Sample Description

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES

ICP SCAN SW846-60108
Analyst: J. WYLIE

Analysis Date: 17-JUL-13 08:51  Instrument: ICP

Test: M100.3.0

Parameter Result Det. Limit Units
BARIUM 10.6 50 | ppm
BERYLLIUM 4.0 5| ppm
CADMIUM 5.3 1| ppm
COPPER 10.6 1| ppm
IRON 10.6 1| ppm
LEAD 10.6 5| ppm
NICKEL 10.5 50 | ppm
SILVER 1.0 5 . PPM
THALLIUM 10.4 50 ppm
ZINC 10.5 50 l ppm
MANGANESE 10.3 ! i ppm
MERCURY CVAA SW846-T470A

Analyst: J. WYLIE Analysis Date: 17-JUL-13 08:50  Instrument: CVAA Test: M120.1.0
Parameter Result Det. Limit Units
MERCURY 21.95 0.00020 | mgil.

Sampla Comments
Approved by:

Page 1 of 1



¢ HYHERITAGE

. THERMAL SERVICES

CERTIFICATE OF ANALYSIS
Service Locatlon Received | Lab ID
HERITAGE-WTI 17-JUL-13 | W381396
1250 ST. GEORGE ST. : f i
EAST LIVERPOOL, OH 43920 | Completed PO Number |
(330)385-7813 | 17-JUL-13 DO NOT BILL |
Printed 1 Sampled ]
| 25-JUL-13 17-JUL-13 14:21
Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400
Sample Description
CLIENTID: ICP CCV |
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV |
SPECIFICATION: .
[CP SCAN SW846-60108 ’
Analyst: J. WYLIE Analysis Date: 17-JUL-13 14:23  Instrument: ICP Test: M100.3.0 i
Parameter Rasult Det. Limit Units ‘
BARIUM 10.5 50 | ppm
BERYLLIUM 4.0 5| ppm
CADMIUM 5.2 1 | ppm
COPPER 10.6 1| ppm
IRON 10.5 1| ppm
LEAD 10.5 5| ppm
| NICKEL 104 50 | ppm
SILVER 1.0 5| ppm
THALLIUM 10.4 50 | ppm
ZINC 10.5 i 50 ! ppm
MANGANESE | 10.2 i i_ppm -
MERCURY CVAA SWB46-7T470A i .
Analyst: J. WYLIE Analysis Date: 17-JUL-13 14:23  Instrument: CVAA Test: M120.1.0
Parameter Result | Det. Limit Units
. MERCURY 19.92 0.00020 | mg/L.
Sample Comments
Approved by: LYY e Y S S S T Sl T R L S S N L

Page 1 of 1



¢ YHERITAGE

. THERMAL SERVICES

Page

1 of 1

CERTIFICATE OF ANALYSIS R
Service Location Received Lab 1D
HERITAGE-WTI 17-JUL-13 W381414
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 B ROunbey
(330)385-7813 17-JUL-13 DO NOT BILL
Printed o Sampled |
R 25-JUL-13 17—JU!_-13 22:36 |
| — - T —
| DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL,OH 43920-3400 el
Sample Dascription
CLIENT ID: ICP CCV I
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV |
| SPECIFICATION: . -
fCP SCAN SW846-60108 Y =7
Analyst: J. MUMAW Analysis Date: 17-JUL-1322:38  Instrument: ICP Test: M100.3.0
Parameter Result Det. Limit Units
BARIUM 10.7 50 | ppm
BERYLLIUM 4.0 5| ppm
CADMIUM 5.1 1| ppm
COPPER 10.5 1| ppm
IRON 10.5 1| ppm
LEAD 10.3 5| ppm
NICKEL 10.4 50 | ppm
SILVER 1.00 5| ppm
THALLIUM 10.5 50 | ppm
ZINC 9.7 50 | ppm
MANGANESE 10.2 50 | ppm
MERCURY CVAA SWB846-7470A
Analyst: J. MUMAW Analysls Date: 17-JUL-13 22:43  Instrument; CVAA Test: M120.1.0 .
Parameter Result | Det. Limit Units \'
MERCURY 18.44 ~__ 0.00020 mg/L
|_“ B - Sample Comments ——
Approved by:



¢ HHERITAGE

“W THERMAL SERVICES

___CERTIFICATE OF ANALYSIS

Sarvice Location Racelvad LabID
| HERITAGE-WTI 18-JUL-13 Wag1449
1250 ST. GEORGE ST. f -
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 18-JUL-13 DO NOT BILL
Printed . Sampled ]
| 25-JUL-13 | 1B-JUL-13 00:30
T Report To o
. DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400
Sample Description
CLIENT ID: ICPICV I
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE # N/A
| SAMPLE TYPE: ICPICV I
SPECIFICATION: .
ICP SCAN SW846.80108 _
Analyst: J. WYLIE Analysis Date: 18-JUL-13 13:17  Instrument: ICP Test: M100.3.0 :
| Parameter Result | Det. Limit Units ;
| BARIUM 106 50 | ppm :
BERYLLIUM 3.9 5 | ppm
CADMIUM 53 1| ppm
COPPER 10.7 1 : ppm
IRON 10.6 1 | ppm
LEAD 10.6 5 | ppm
NICKEL 10.6 50  ppm
SILVER 1.0 5 | ppm
THALLIUM 10.4 50 | ppm
ZINC 10.6 50 i ppm
MANGANESE 10.2 {ppm
MERCURY CVAA SW846-7470A 7
Analyst: J. WYLIE Analysis Date; 18-JUL-13 13:17  Instrument; CVAA Test: M120.1.0
Parameter 'r Result Det. Limit {Unns
MERCURY e P 0.00020 | mgiL

Sample Comments

Approved by:

Page 1 of 1




¢ YHERITAGE

“. THERMAL SERVICES

CERTIFICATE OF ANALYSIS
Service Location Recelved Lab ID
HERITAGE-WTI 18-JUL-13 Wa3s1464
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 18-JUL-13 DO NOT BILL
Printed Sampled
) 25-JUL-13 18-JUL-13 13:26 -
RBpOI'tTO - S
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400 L
Sample Descrlptlon
CLIENT ID: ICP CCV |
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #. N/A
SAMPLE TYPE: ICP CCV |
SPECIFICATION: .
| ICPSCAN SwB4s-6010B '
Analyst: J. WYLIE Analysis Date: 18-JUL-13 13:27  instrument: ICP Test: M100.3.0
Parameter Result ! Det. Limit * Units
BARIUM 10.6 | 50 | ppm
BERYLLIUM 39 5 ppm
| CADMIUM 53 1 ppm
COPPER 10.6 1 ppm
IRON 10.5 1 ppm
LEAD 10.6 5 ppm
NICKEL 10.5 50  ppm
SILVER 1.0 5 | ppm
| THALLIUM 10.4 50 ppm
ZINC 10.4 50 | ppm
| MANGANESE 10.3 ppm
MERCURY CVAA SWB846-7470A
Analyst: J. WYLIE Analysis Date: 18-JUL-13 13:26  Instrument: CVAA Test: M120.1.0
Parameter Result 7 Det. Limit Units
MERCURY |08 | 000020 mgl
_ o Sample Comments o ___Q

Approved by:

Page 1 of 1



¢ HHERITAGE

“W. THERMAL SERVICES

CERTIFICATE OF ANALYSIS

Service Locatlon

Received LabID
HERITAGE-WTI 19-JUL-13 W381510
1250 ST. GEORGE ST. e
EAST LIVERPOOL, OH 43920 Complated PO Numbar
(330)385-7813 18-JUL-13 DO NOT BILL
Erintad Sampled
25-JUL-13 19-JUL-13 00:30
- Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400 e
| Sample Description
CLIENTID: ICPICVI
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYFPE: ICPICV |
SPECIFICATION: . I — =
ICP SCAN SW846-6010B
: Analyst: J. WYLIE Analysis Data: 19-JUL-13 08:21  Instrument: ICP Test: M100.3.0
!- Parameter I Result Det. Limit Units
BARIUM 10.3 50 ppm
BERYLLIUM 38 5 ppm
CADMIUM ' 5.1 1 ppm
COPPER 1 10.3 1 ppm
IRON 10.3 1 ppm
LEAD 10.3 5 ppm
NICKEL 10.3 | 50 | ppm
]
SILVER 1.0 | 5 ppm
THALLIUM 9.8 50 | ppm
ZINC 10.3 50 ‘ ppm
MANGANESE 198 | ppm
MERCURY CVAA SWB46-T4T0A
Analyst: J. WYLIE Analysis Date: 19-JUL-13 09:20  Instrument: CVAA Test: M120.1.0
Parameter . Result Det. Limit Units
MERCURY . 19.22 0.00020 | mg/L
Sample Comments
Approved by:
Page 1 of 1




¢ HYHERITAGE

W THERMAL SERVICES

CERTIFICATE OF ANALYSIS

Service Locatlon Recelved Lab ID
HERITAGE-WTI 22-JUL-13 Ww3a81655
1250 ST. GEORGE ST.

EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 22-JUL-13 DO NOT BILL
Printed Sampled
25-JUL-13 22-JUL-13 00:30
i Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
| EAST LIVERPOOL, OH 43920-3400 o
Sample Description
CLIENT ID: ICP ICV |
| MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP ICV |
SPECIFICATION: .
ICP SCAN SWg46-6010B i
Analyst: J. MUMAW Analysis Date: 22-JUL-13 09:35  Instrumant: ICP Test: M100.3.0 I
Parameter | Result Det. Limit | Units
BARIUM ' 106 | 50 | ppm
BERYLLIUM (4.0 ‘ 5 ppm
CADMIUM 54 1| ppm
COPPER 10.6 1| ppm
IRON 10.6 1| ppm
LEAD 10.7 5 ppm
NICKEL 10.5 50 ppm
SILVER 1.0 5 ppm
THALLIUM 10.5 50 | ppm
ZINC 1 10.5 50  ppm
_MANGANESE 102 50 | ppm
MERCURY_E‘VAA; SM:7470A
Analyst: J. MUMAW Analysis Date: 22-JUL-1309:35  Instrument: CVAA Test: M120.1.0
Paramater " Result Det. Limit ' Units
MERCURY . 19.38 0.00020 mgiL

Sample Comments

Approved by:

Page



HHERITAGE

\.-r THERMAL SERVICES

- CERTIFICATE OF ANALYSIS
| Service Locatlon Recelved Lab D
: HERITAGE-WTI 23-JUL-13 I W381710
| 1250 ST. GEORGE ST. I t -
EAST LIVERPOOL, OH 43920 (el HOb T I
| (330)385-7813 23-JUL-13 DO NOT BILL ’
- Printed 1 Sam;e.d |
o 25-JUL-13 | 23-JUL-13 00:30
Report To
| DON VENTURINI
| HERITAGE-WTI, INC
| 1250 ST GEORGE STREET
| EAST LIVERPOOL, OH 43920-3400
| Sample Description
CLIENTID: ICP ICV I
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9698 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP ICV |
SPECIFICATION: .
ICP SCAN SW846-6010B
‘ Anaslyst. J MUMAW Analysis Date; 23-JUL-13 07:.01  Instrument: ICP Test M100.3.0
Parameler Result Det. Limit Units
| BARIUM 10.4 50 | ppm
BERYLLIUM 4.0 5| ppm
CADMIUM ' 5.4 1 | ppm .
COPPER | 10.4 1 | ppm i
{RON 10.4 1 | ppm
LEAD 10.5 S | ppm
NICKEL 104 50 | ppm
SILVER 1.0 5| ppm
THALLIUM 10.2 50 | ppm
ZINC 10.4 50 | ppm
MANGANESE I A B 50 ppm |
I MERCURY CVAA SWB46-7470A i = | a S - -
| Analyst: J. MUMAW Analysls Date 23 JUL-13 07:39 instrumant CVN\ Tast M120 1.0
| Paramater Result Det. leit | Units
MERCURY = S 19.59 0.00020 ng'L
) ;- - B - B ) Sample Commelltg S ﬁ
Approved by:

Page 1 of 1



¢ HHERITAGE

W THERMAL SERVICES

B ____CERTIFICATE OF ANALYSIS e
Service Locatlon Received Lab 1D
HERITAGE-WTI 24-JUL-13 Ww3B1763
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 24-JUL-13 DO NOT BILL

Printed Sampled |
25-JUL-13 | 24-JUL-13 00:30

Report To

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

| EAST LIVERPOOL, OH 43920-3400

Sample Description

CLIENT ID: ICP ICV |
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT

SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP ICV |
| SPECIFICATION: .

ICPV SCAN SW846-6010B
Analyst: J. MUMAW Analysis Data: 24-JUL-13 07:45  Instrument: ICP Test: M100.3.0
Parameter Result | Det. Limit Units
BARIUM 10.1 ! 50 | ppm
BERYLLIUM 3.9 E 5 | ppm
CADMIUM 5.3 ' 1| ppm
COPPER 10.1 1| ppm
IRON 10.1 1| ppm
LEAD 10.1 5 | ppm

I NICKEL 10.0 50 | ppm
SILVER 0.98 5 | ppm
THALLIUM 9.8 50 | ppm
ZINC 10.1 50 | ppm
MANGANESE 10.4 50 | ppm
MERCURY CVAA SW846-7470A
Analyst: J. MUMAW Analysis Date: 24-JUL-13 07:44  Instrument: CVAA Test: M120.1.0
Parameter Rasult Det. Limit Units

. MERCURY 18.46 1 0.00020 | mg/L

Sample Comments
Approved by:

Page 1 af 1



SHHERITAGE

\.z THERMAL SERVICES

CERTIFICATE OF ANALYSIS
Service Location Received I Lab ID
HERITAGE-WTI 24-JUL-13 Ww381778
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 24-JUL-13 DO NOT BILL
Printed Sam;le;— ]
§ - 25-J UL-1_;3_ 24-JUL-13 22:02
1 Report To ) o
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400 -
Sample Description
CLIENT ID; ICP CCV |
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV I
SPECIFICATION: .
I _HICP SCAN Sw846-60108 _
Analyst: D. KALE Analysis Dale: 24-JUL-13 22 03 Instrument; ICP Test: M100.3.0
Parameter . Result Dat. Limit I Units
BARIUM ;9.9 50 ppm
BERYLLIUM | 4.0 5 | PPM
CADMIUM | 5.4 1 ppm
COPPER 9.9 ppm
| IRON i 9.9 1| ppm
| LEAD - 10.1 5 ppm
NICKEL 1 10.0 50 | ppm
SILVER 1.0 5 ppm
THALLILIM {1 8.5 50 | ppm
ZINC 10.2 50 | ppm
MANGANESE | 10.2 - Lapm o
MERCURY CVAA SW846-T470A -
Analyst: D. KALE Analysis Date: 24-JUL-13 22:03 Inslrument CVA.A Test M120.1.0
Parameter Result Dat. Limit I Units
MERCURY 18.87 0.00020  ppm
[____ S Sample Comments - j
Approved by:

Page 1 of 1o



¢ YHERITAGE

.. THERMAL SERVICES

CERTIFICATE OF ANALYSIS

Service Location

| HERITAGE-WTI

| 1250 ST. GEORGE ST.
EAST LIVERPQOOL, OH 43820

| (330)385-7813
|

{ DON VENTURINI
HERITAGE-WTI, INC

1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400

Report To

Received Lab 1D
13-JUL-13 W381113
| e b |
Completed PO Number |
13-JUL-13 DO NOT BILL
—_— i —
Printed Sampled
| 250UL13 | 13-JUL-1300:30 |

CLIENT ID: ICPICV ]

Sample Description

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT

SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
| SAMPLE TYPE: ICP ICV Il

| SPECIFICATION: .

Analyst: 0. KALE

Parameter

| ALUMINUM
ANTIMONY

| ARSENIC
CALCIUM
CHROMIUM
LITHIUM
MAGNESIUM
POTASSIUM
SELENIUM
SODIUM
VANADIUM
PHOSPHORUS

= —

Approved by:

Analysis Date: 13-JUL-13 1028  Instrument: ICP

] Result

9.8
9.4

| 10.6

| 106.9
94
10.6
100.3
104.0
9.9

! 107.2
97
9.8

Det. Limit

Test M100.3.0

Units
ppm
Ppm
Ppm
ppm
ppm ‘
| ppm
oo
ppm

ppm

ppm :
ppm ‘
| ppm

py

'_l-L—l—L_L—lm-‘mg

[=]

Sample Comments

Page

1 of 1




¢ HHERITAGE

W THERMAL SERVICES

CERTIFICATE OF ANALYSIS
Service Location Received Lab ID
HERITAGE-WTI 13-JUL-13 W3s1145
1250 ST. GEORGE ST. — —
EAST LIVERPOOL, OH 43920 Complate PO Number
(330)385-7813 13-JUL-13 DO NOT BILL
Printed Sampled
) 25-JUL-13 13-JUL-13 21:57
Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400 B - ]
a - ’Sample Description
CLIENT ID: ICPCCV I
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
| SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
| DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV Il
SPECIFICATION: . o e
ICP SCAN SW846-6010B
Analyst: O, KALE Analysis Date: 13-JUL-13 21:58  Instrument: ICP Test: M100.3.0
" Parameter | Result Det. Limit Units
ALUMINUM 9.6 1| ppm
| ANTIMONY 8.0 50 | ppm
ARSENIC 10.0 5| ppm
CALCIUM 102.9 1| ppm
CHROMIUM 9.1 5 | ppm
LITHIUM 10.5 1| ppm
MAGNESIUM . 96.9 1| ppm
POTASSIUM 1 101.8 1| ppm
SELENIUM |96 1| ppm
SODIUM 103.9 1| ppm
VANADIUM 9.5 0.1 | ppm
{ PHOSPHORUS 84 0 Ippm_
i Sample Comments N |
Approvedby:

Page 1 of 14




¢ YHERITAGE

W THERMAL SERVICES

. CERTIFICATE OF ANALYSIS_

Lab 1D

Sarvice Location Recelved
HERITAGE-WTI 13-JUL-13 Wwa3s1147
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Completed PO Number
(330)385-7813 13-JUL-13 DO NOT BILL
Printed Sampled
G g S _ o A, 25-JUL-13 13-JUL-13 22:25
——u-ﬁ:c.apon To o
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400
) S;n;ple Description - ) ]
CLIENT ID: ICP CCV II
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 98699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV Il
| SPECIFICATION: . 3 o
ICP SCAN 5W846-6010B
Analyst: D. KALE Analysis Date: 13-JUL-13 22:25  |nstrument: ICP Test. M100.3.0
Parameter | Result Det. Limit | units
| ALUMINUM Y 1| ppm
ANTIMONY 9.1 50 | ppm
ARSENIC 10.3 5 | ppm
CALCIUM 104.8 1| ppm
CHROMIUM 9.1 5 | ppm
LITHIUM 105 1| ppm
MAGNESIUM 08,7 1| ppm
POTASSIUM 102.1 1| ppm
SELENIUM 9.8 1| ppm
SODIUM 106.1 1 | ppm
VANADIUM 9.5 0.1 | ppm
- PHOSPHORUS 9.6 ppm
o ) Sample Co;gmnts ]
Approved by: R

Page 1 of 1



¢ )HERITAGE

Page

1

of

THERMAL SERVICES
- CERTIFICATE OF ANALYSIS
Service Location Raceived Lab ID
HERITAGE-WTI 14-JUL-13 wW3s1182
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 (i) Relimbey
(330)385-7813 14-JUL-13 DO NOT BILL
Printed I Sampled
o | 25-JUL-13 i 14_-_J_Ul.__1_3 05:00
Report To S o B
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400
Sample Description
CLIENT ID: ICPICV I
MATRIX TYPE: SLUDGE, SOIL, SCLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP ICV Il
| SPECIFICATION: .
ICP SCAN 5W846-6010B
Analyst: D. KALE Analysis Dale' 14-JUL-13 1459 Instrument: ICP Test: M100.3.0
Parameter - | Result Det. Limit Units
ALUMINUM 9 6 1| ppm |
ANTIMONY 9.4 50 | ppm |
. ARSENIC 10.3 5 | ppm i
CALCIUM 108.5 t | ppm
CHROMIUM 9.1 5| ppm
LITHIUM 10.3 1| ppm
MAGNESIUM 1018 1| ppm
POTASSIUM 105.3 1| ppm
SELENIUM 9.7 1| ppm
SODIUM 105.2 1| ppm
VANADIUM 9.4 0.1 | ppm
 PHOSPHORUS 9.5 ppm
Sample Commants ) _l
Approved by: -



¢ HHERITAGE

W THERMAL SERVICES
CERTIFICATE OF ANALYSIS

.| Service Locatlon | Recelved Lab ID
HERITAGE-WTI 15-JUL-13 Ww3ag1239
1250 ST. GEORGE ST.

EAST LIVERPOOL, OH 43920 Completed GOLUTLL g
(330)385-7813 15-JUL-13 DO NOT BILL
Printed Sampled
e} 25:JUL-13 | 15-JUL-13 00:30

! Report To - o
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400

Sample Description
CLIENTID: ICP ICV Il

 MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT

SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A

SAMPLE TYPE: ICP ICV Il

| SPECIFICATION: .
ICP SCAN SW846-6010B
Analyst: J. WYLIE Analysis Date: 15-JUL-13 07:44  Instrument: ICP Test: M100.3.0
‘Parameter | Resul Dt Limit ' Units
ALUMINUM 199 1 ppm
© ANTIMONY 94 50  ppm
| ARSENIC 10.6 5 ppm
CALCIUM 106 1 ppm
CHROMIUM 9.6 | 5 ppm
LITHIUM 10.7 i 1 ppm
MAGNESIUM 100 1 ppm
POTASSIUM 105 1 ppm
SELENIUM 8.9 1 ppm
SODIUM 105 1 ppm
VANADIUM 9.7 0.1 ppm
_ PHOSPHORUS 10.1 ~_ppm

Sample Comments

Approved by:

Page 1 aof 1



¢ HHERITAGE

W THERMAL SERVICES

CERTIFICATE OF ANALYSIS

Service Location Recalved Lab ID
HERITAGE-WTI 16-JUL-13 Was1325
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Completed PO Numbar
{330)385-7813 16-JUL-13 DO NOT BILL
Printed Sampled -
et e aoend 2UL3 16-JUL-13 00:30
Report To o
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400
Sample Description .
CLIENTID: ICPICVII i
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICPICV Il
SPECIFICATION: .
ICP SCAN SW848-8010B
Analyst; D. KALE Analysis Date: 16-JUL-1307:35  Instrument: ICP Test: M100.3.0
:r;;‘_et;r R e L eI ] == _Dal Umﬁ_ - .‘.Jni..s o |
ALUMINUM 10.0 : 1| ppm
ANTIMONY 9.6 l 50 | ppm
ARSENIC 10.8 5| ppm
CALCIUM 107.9 ' 1! ppm
CHROMIUM 9.4 5 ppm
LITHIUM 10.9 1 ppm
MAGNESIUM 101.4 1 ppm
POTASSIUM 104.1 1 ppm
SELENIUM 10.0 1 ppm
SODIUM 106.3 1 ppm
VANADIUM 9.8 0.1 ppm
PHOSPHORUS 10.2 . ppm =

Sample Comments

Approved by:

Page T of 1



¢ JHERITAGE

W THERMAL SERVICES

Service Location

HERITAGE-WTI

1250 ST. GEORGE ST.

EAST LIVERPOOL, OH 43920
(330)385-7813

_CERTIFICATE OF ANALYSIS

Lab 1D

Recelved
17-JUL-13 Ww381384
Complated PO Number
17-JUL-13 DC NOT BILL
Printed Sampled
25-JUL-13

17-JUL-13 00:30

Report To

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400

CLIENT ID: ICPICV I

Sample Descriptien

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES

DATA PACKAGE #: N/A
SAMPLE TYPE: ICPICV Il
SPECIFICATION. .

{CP SCAN SW846-6010B

| Analyst: J. WYLIE Analysis Date: 17-JUL-13 08:52  Instrument: ICP Test: M100.3.0

| Parameter | Resut Det.Limt | Units
ALUMINUM 9.8 1| ppm
ANTIMONY 9.4 50 | ppm
ARSENIC 10.7 5 | ppm
CALCIUM | 108 1| ppm
CHROMIUM 9.1 5 | ppm

| LITHIUM 10.8 1| ppm
MAGNESIUM 103 1| ppm
POTASSIUM 106 1| ppm
SELENIUM 10.2 1| ppm E
SODIUM 108 1 ppm
VANADIUM 9.4 0.1 ppm
PHOSPHORUS 10.2 il Lppm

Sample Comments

Approved by:

Page P aof 1



¢ YHERITAGE

. THERMAL SERVICES

______ CERTIFICATE OF ANALYSIS B
Service Location | Received LabID
HERITAGE-WTI 17-JUL-13 W381401
1250 ST. GEORGE ST. — =
EAST LIVERPOOL, OH 43920 Completad PO Number
(330)385-7813 17-JUL-13 DO NOT BILL
Printed Sampled
| 25-JUL-13 17-JUL-13 17:37
Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
| EAST LIVERPOOL, OH 43920-3400
Sample Description l
CLIENT ID: ICP CCV |
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV |
SPECIFICATION: . B o 3 _ |
ICP SCAN SW848-6010B }
Analyst: J. MUMAW Analysis Date: 17-JUL-13 17:46  Instrument: ICP Test: M100.3.0
Parameter Result Det. Limit Units
BARIUM 10.6 50 | ppm
BERYLLIUM 13.9 5 | ppm
CADMIUM 5.1 1| ppm
COPPER 10.5 1| ppm
IRON 10.4 1| ppm
| LEAD 10.2 5 | ppm
| NICKEL 10.2 @ 50 | ppm
SILVER 0.99 ' 5| ppm
THALLIUM 10.6 50 | ppm
ZINC 10.2 50 | ppm
I MANGANESE | 10.3 50 | ppm
! MERCURY CVAA SW846-7470A
Analyst: J. MUMAW Analysis Date: 17-JUL-13 20:23  Instrument: CVAA Test: M120.1.0
Parameter Result Det. Limit ‘ Units
MERCURY 19.13 - 0.00020 | mg/L

Sample Comments

Approved by:

Page 1 of: A



¢ ) HERITAGE

THERMAL SERVICES

CERTIFICATE OF ANALYSIS

Sservice Location

Received Lab ID
HERITAGE-WTI 18-JUL-13 W381450
1250 ST. GEORGE ST.
EAST LIVERPOOL, OH 43920 Complated PO Number
(330)385-7813 18-JUL-13 DO NOT BILL
Printed Sampled
L | el | e By |
Report Te
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPQOOL, OH 43920-3400
- Sample Description
| CLIENTID: ICP ICV I
| MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI| LAB SAMPLES - PLANT SAMPLES
DATA PACKAGE #: N/A
SAMPLE TYPE: ICPICV Il
SPECIFICATION: .
ICP SCAN SW848-6010B
Analyst: J. WYLIE Analysis Date: 18-JUL 13 13:15  Instrument: ICP Test: M100.3.0
Parameter E;;ult Det. Limit Units
ALUMINUM 9.6 1| ppm
ANTIMONY 9.4 50 | ppm
ARSENIC 10.7 5| ppm
CALCIUM 106 1| ppm
CHROMIUM 9.0 5 | ppm
LITHIUM 10.7 1| ppm
: MAGNESIUM | 100 1| ppm
POTASSIUM 103 1| ppm
SELENIUM | 10.1 1| ppm
SODIUM 105 1| ppm
VANADIUM 9.3 0.1 | ppm
PHOSPHORUS o - 10.1 ppm
o Sampie Comments ]
Approved by:

Page 1 of 1




¢ HHERITAGE

W THERMAL SERVICES

Servica Location

HERITAGE-WTI

1250 ST. GEORGE ST.

EAST LIVERPOOL, OH 43920
(330)385-7813

__ CERTIFICATE OF ANALYSIS

Received LabiD
18-JUL-13 W381469
Completed I PO Number
18-JUL-13 DO NOT BILL
" printed | Sampled
25-JUL-13 18-JUL-13 20:51

Raport To

DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET

| EAST LIVERPOOL, OH 43920-3400

CLIENT |D: ICP CCV |

DATA PACKAGE #: N/A
SAMPLE TYPE: ICP CCV |
SPECIFICATION. .

Sampla Description

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES

ICP SCAN SW846-6010B
Analyst: F. WHITE

Analysis Date: 18-JUL-13 20:52

Instrument: ICP

Test: M100.3.0

Parameter Result Det. Limit Units

| BARIUM 10.4 50 | ppm
BERYLLIUM 39 5 | ppm
CADMIUM 5.1 1| ppm
COPPER 10.5 1| ppm
IRON 10.5 1| ppm
LEAD 98 5| ppm
NICKEL 10.3 50 | ppm
SILVER 09 5| ppm
THALLIUM 10.4 50 ppm
ZINC 104 50  ppm

. MANGANESE 101 | 50 ppm
MERCURY CVAA SWB46-7470A

Analyst: F. WHITE

Analysis Date: 18-JUL-13 20:52

Instrument: CVAA

Det. Limit

- ———

Test: M120.1.0
Units

Parameter ResLit :
MERCURY 21.57 | 0.00020  mgiL
Sample Comments

Approved by:
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¢ YHERITAGE

W THERMAL SERVICES

CERTIFICATE OF ANALYSIS

I . "ée.rvl;c;ﬂ;; - Recaived Lab ID
HERITAGE-WTI 18-JUL-13 W381471
1250 ST. GEOCRGE ST.
EAST LIVERPOOL, OH 43920 SuaiEted ARG L
(330)385-7813 18-JUL-13 DO NOT BILL
: Printed Sampled
| 25-JUL-13 | 18-JUL-1321:45 |
Report To o
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400
Sample Description
CLIENT ID: ICP CCV |
MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT
SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES i
DATA PACKAGE #: N/A ;
SAMPLE TYPE: ICP CCV |
_SPECIFICATION: . o
ICP SCAN SW846-60108 R =
Analyst: F. WHITE Analysis Dale: 18-JUL-13 21:48  Instrument: ICP Test: M100.3.0
Parameter Result ] Det. Limit Units
BARIUM 104 50 ppm
BERYLLIUM 3.8 5| ppm
CADMIUM 5.1 1 ppm
COPPER 10.5 1 ppm
IRON 10.4 1 ppm
LEAD 8.8 5 ppm
NICKEL 10.3 50  ppm
SILVER 0.9 5 ppm
THALLIUM 10.3 50 ppm
ZINC 10.3 50 | ppm
_ MANGANESE 10.0 50 | ppm
MERCURY CVAA SWB4E-7470A
Analyst: F. WHITE Analysis Date: 18-JUL-13 21:47  Instrument; CVAA Test: M120.1.0
Parameter Result Det. Limit Units
L MERCURY 19.13 0.00020_ LngIL G
[ Sample Comments - } J

Approved by:

Page

1



¢ )HERITAGE

W THERMAL SERVICES

CERTIFICATE OF ANALYSIS

‘ Service Location ) | Recelved | Lab ID _E
HERITAGE-WTI l 19-JUL-13 J W3B1511
; 1250 ST. GEORGE ST. ' — i
| EAST LIVERPOOL, OH 43920 Complated PO Number
(330)385-7813 19-JUL-13 DO NOT BILL
Printed I Sampled
25-JUL-13 19-JUL-13 00:30
[ Report To
DON VENTURINI
HERITAGE-WTI, INC
1250 ST GEORGE STREET
EAST LIVERPOOL, OH 43920-3400 e
Sample Description

{ CLIENT ID: ICPICV I

| MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT

| SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES
| DATA PACKAGE #: N/A

SAMPLE TYPE: ICP ICV Il

SPECIFICATION: . L _— S _ S —
ICP SCAN SW846-60108
Analyst: J. WYLIE Analysis Dats: 19-JUL-1309:21  Instrument: ICP Test: M100.3.0

[ Paramater i Result . Det. Limit i Units
ALUMINUM | 98 | 1 ppm
ANTIMONY 8.5 | 50 ppm
ARSENIC 10.8 | 5 ppm
CALCIUM | 107 1 ppm
CHROMIUM 180 5 ppm

. LITHIUM 10.7 1 ppm

| MAGNESIUM 101 1 ppm
POTASSIUM 105 1 ppm
SELENIUM 10.2 1 ippm
SODIUM 100 1| ppm
VANADIUM 9.4 0.1 | ppm
PHOSPHORUS 10.4 . | | | ppm

:_ Sample Comments ]

Approved by;
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¢ HHERITAGE

W THERMAL SERVICES

CERTIFICATE OF ANALYSIS B
Service Location Raceived Lab ID

HERITAGE-WT!I 19-JUL-13 W381543
1250 ST. GEORGE ST. S
EAST LIVERPOOL, OH 43920 Completed PO Number

(330)385-7813 21-JUL-13 DO NOT BILL

Printed Sampled
e 25-JUL-13 | 19-JUL-13 22:05
Report To ) - '

DON VENTURINI

HERITAGE-WTI, INC

1250 ST GEORGE STREET

EAST LIVERPOOL, OH 43920-3400 ]

Sample Description .

CLIENT ID: ICP CCV I

MATRIX TYPE: SLUDGE, SOIL, SOLID OR SEDIMENT

SUBMITTER: 9699 - HERITAGE-WTI LAB SAMPLES - PLANT SAMPLES

DATA PACKAGE #: N/A

SAMPLE TYPE: ICP CCV |

SPECIFICATION. .

e S |
Analyst: F. WHITE Analysis Date: 21-JUL-13 20:38  Instrument: ICP Test: M100.3.0
Parameter ¢ Result Det. Limit \ Units
BARIUM : 10.6 50 ppm
BERYLLIUM 4.0 5 ppm
CADMIUM 5.1 1 ppm
COPPER ! 10.7 1 ppm
IRON ' 10.6 ' 1 ppm
LEAD !10.5 5 ppm
NICKEL 1101 50 ppm
SILVER 1.0 5 ppm
THALLIUM 110.2 50  ppm

| ZINC | 10.5 50  ppm

| MANGANESE £ 10.0 _}__ 50 ppm i
MERCURY CVAA SW846-7470A _
Analyst; F, WHITE Analysis Date: 21-JUL-13 20:39  Instrument: CVAA Test: M120.1.0

| Paramater - |T Resuit Det. Limit Units

| _MERCURY |18-73 . 0.00020 | mg/L

| o ‘Sample Comments G | —|
Approved by: o
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